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COVER: LUNAR ECHOES 
ON FM RADAR, see p. 8, 

SEE ALSO: 

A L-F Oscillator with 

variable phase output, 0. 2. 

WES CON technical session, p, 12, 
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A LOW-FREQUENCY OSCILLATOR WITH VARIABLE-PHASE 
OUTPUTS FOR GAIN-PHASE EVALUATIONS 

A new l-f oscillator provides both sine and square outputs 

as well as adjustable-phase sine and square outputs over 

a range from 60 kc/s down to 0.005 c/s. 



A EST sif.wi % at frequencies below the 
audio Fangs are valuable in many ap- 
plications, including the check-out ol 
medical and geophysical equipment, 
servo-mechanism analysis, in process 
contra] testing, and as forcing turn 
lions for real time analogs oj met hani 
i aJ systems. 

The usefulness oJ an oscfflatoi for 
these low frequencies is en ham ed U \\ 
provides -t second output waveform 

ilia! ran be ph.nr-dnl red in known 

amounts with respeci to the primarj 
output. Among other applications! u^r- 
ol the phase-shifted output simplifies 
measurement ol the phase ^hili en- 
countered bj a sign;il in propagating 
through a servo oa process control >\>- 
torn (see Fig< 8), The phase-shifted 
output is thus valuable lor making 
gain-phase plots, 

Ac * ->fi 1 1 n u K , ;i new Inw-h i f pit m \ 
oscillator has been developed, cine thai 
has a second output channel thai call 
be phase-shifted continuously through 
a hill 560 range. Although the new 
oscillator is intended primarily lor low 
frequency work, it \v.^ a 12,000,000 to 
1 frequency range extending from 60 
k( <* down to 0.005 1 s or, with options 
down to as low as 0*00005 c s ■"> hours 
For one cycle). 




Ki^, 1 . -hp— Model 203 A Variable Phase Function Generator simplifies 
measurement of gain-phase characteristics of circuits and devices, such 
as audio driver transformer shown here being checker! throughout com- 
plete audio range with set-Up diagrammed in Fig. 3 and explained in 
text. New generator has u trie frequency range and variable phase out- 
puts adjustable our full 360 range at any output frequency. 



En addition 10 sine wave* outputs, the 
new generator has separate square 

wave out puis on both the reference 
and phase-shifted channels- All i 
output signals which have maximum 
amplitudes ol SO V p-p T are supplied 
simultaneously and all have individual 
Jo clB attenuators (see Figs. 2 and ~>i 

Output signals hum the new osi ilh- 
n»r. nf Variable Phase Function Gen- 



i i atOl as h is t<u uulEv known, ai e 
stceptionally clean, the rim total ol 
ill h itTnoni< distortion, hum, and 
noise on the sine wave signals is more 
lhan hi ilB below rite ltindaineiu.il or, 
expressed m aitothei way, is less than 
0J©' ! ->i tht fundamental (see ilg. 6)* 
The new -hp- Model 205A Function 
Generator is ifm** well suited as ,■ 
source of sine waves Eol critical test 
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Fig, 2. New -hp— Model 203A Variable Phase Function Generator 

has four output ttignot* moil able simultaneously. Frequency range 

is from *#) kefs at high end dan n to 0,005 c/s in seven overlapping 

ranges or, with options, down to 0^00005 c/s in nine ranges. 
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Fig. 3. Set-up far phase-shift measurements 

using variable phase output achieves sharply 

defined null {see Fig. 9), 
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Fig, 4. Reference -phase, square -wave out- 
put of Function Generator as tie wed on 
oscilloscope triggered by oar table -phase 
square- wave output. Use of variable- phase 
output as trigger altctws reference phase 
signal to be positioned on CRT as H eat red. 
(Upper trace: 20 fts/cm; lower traee: 0.2 
psfcmj 

audio as well as sub-audio equipment. 
The excellent waveform purity is 
maintained throughout the entire fre- 
quency range oi the instrument. 

The square wave tops are flat and 
rise and fall times are less than G\2 us 
with less than V< overshoot (Figs* 4 
and 5)« Square- waves of this quality are 
well suited for transient response test- 
ing of high-grade audio and (fiber low 
I requeue v equipment. 

Frequency accuracy oJ the new os< d 
latoi i\ belter than ± I",, at all fre- 
quencies and the instrument in iv be 
quickly tali bra ted to I oca] power lines 
operating within a 60 to 1000 c/s fi> 
quency range. The instrument is tran- 
sient-free and permits rapid changes of 
frequency without requiring a "set- 
tling down" period. 

APPLICATIONS OF A VARIABLE 
PHASE OUTPUT 

The phase-shifted output has a 
number of useful applications. Obvi 
ously, the phase-shifted square-wave is 



Fig, 5. Variable Phase Function Gen- 
erator supplies four waveforms si- 
multaneously, as shown hy this 
igram made hy four-channel 
09ciUoscope sensing all four outputs 
at same time. One sine ware and one 
square wave output flower two 
traces) may he phase -shifted to- 
gether with respect to reference 
sine- and square- traces (upper two 
traces). Each output has separate 
40 (IB attenuator and is capo' 
30V peak- to- peak m ax im u m voltage. 



useful as a sweep trigger for an oscillo- 
scope, while either the sine or square 
wave output of the reference channel 
seivcs as a test signal lot the device 
under examination (Fig, 4). An-) poi 
tion of thi- tesi signal waveform may 
i hen be positioned on the oscilloscope 
screen with the phase lag i\i,\\ oi the 
new generator, 

fhe phase-] ac dial may also serve as 
a "manual scan" control for the Mom - 
!' • Model 10] Waveform 'Iran da tot. 
a useful arrangement for making X>Y 
plots of tests conducted at audio ii t - 
(juernies. The Waveform 'Iranslutoi is 
a sampling devu e designed to translate 
repetitive high-frequency oscilloscope 
T-Y patterns to a Lowei frequency 
range foi graphic recordings. As shown 
in the typical application diagrammed 
in Fig. 7, the Waveform Translator 
may be triggered by the variable-phase 
square-wave output of the Function 
Generator. Then by turning the phase- 
lag dial manually, both the X and V 
waveforms ma) be scanned b) the sam- 
pling puUes at a rate compatible with 
\-\ ie< ordei operation. 




Use of the variable phase signal it sell 
as the test signal provides an operating 
convenience at very low frequencies, 
where one cycle may last for several 
minutes. An) portion o! the waveform 

— for instance, the step transition in 
the square wave serving as a stimulus 
lor a real-time analog computer system 

— may be quickly selected simply by 
turning the phase-] \c dial to re- 
position the waveform, 

Push-pull outputs, either sine wave 
or square wave, are easily obtained by 
setting the phase-lac dial to 180° and 
using both outputs with the "com- 
nion" connectors as the center tap of 
a balanced system. The common con- 
nectors are floated from chassis ground, 
permitting oil sets up to 500 V tic. 

Complex ret i angular waveforms are 
obtained simply bv summing the ref- 
erence phase and variable phase 
square-wave outputs. Individual out- 
put attenuators and the controllable 
phase shift enable the generation oi a 
wide variety of waveforms (Ftg, 8), 

\ re i Imiquc using the variable phase 
output lot phase-shift measurements 



-60DBr 
























mi j 



17KC 



U.3KC 



m 



lite 



10KC 9KC 
— FREQUfNCY 
6, Typical harmonic content in stne-uave output of Model 203 A 



3HC 



2KC 



Function Generator at 1 kefs shows low distortion in output wave. 
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Fij, r , 7. Instrument set-up for making X V plots oj fi-lf curves obtained 
at audio frequencies. Phase La*, r dial of Variable Phase Furu tion Qen~ 
eratur permits manual control of both X and Y waveform scanning by 
Waveform Translator, Waveform Translator repetitively samples both 
X and V signals in oscilloscope, translating waveforms to equivalent low 
frequency signals for operating X V recorder, (Some measurements ma\ 
require at Id it ton of power amplifier at "Ref ■/'" ant put.) 



is outlined in the block diagram ol I i^. 

■ I be reference phase supplies the 
sine-wave test signal foi the device un- 
der u-\\ while the output <d the device 
i> applied to the oscilloscope vertical 
i hanne!. I he variable phase feeds the 
horizontal input ol the osi tlioscope di- 
rectly. In making the measurement, the 
opera 1 01 adjusts the phase-! \n dial to 
« fuse up the displayed ellipse 10 a 
straight line with positive slope, which 

11 hi eves ;■ sharpl) denned null j Fig. 9). 

I he phase shift in rlie system undei 
tesi then is read directly horn the set- 
ting ol the phase-Lao dial, No calcula- 
tions involving the parameters of the 
displayed ellipse or the settings ol the 
amplitude iniumts are required with 



I j— 



Fig. 9. Double exposure oscillogram illus- 
trates use of variable phase output in 
phase measurements, as performed h\ 
set up diagrammed tn Fie. 3, Oscillator 
Phase Lag dial has been adjust* d to close 
up Lissajous ellipse in left-hand pattern 
Null thus achieved is sharply defined, la 
nght-hand pattern, icrtutd signal is dis- 
torted by flattening of positive peal 
curate phase-shift measurement t an be 
realized nevertheless by adjustment of 
Phase Lajj dial to close up toner part of 
ellipse. 



rhis measurement The method has 1 
further advantage in thin theme 
mein i% relatively tmaffei ted b) distor- 
tion thai ui.iv be introduced in the tesr 
signal h) the device under test, as 
shown b) the second pattern in Fig. 9, 

Phase-shift measurements may also 
he made b\ using the leading and rrail- 
ing edges «»l the variable-phase square 
n.ive as oscilloscope intensity innduhi- 
tion markers foi establishing phase n 
lationshtps, as shown in l*i^. I I 

Amplihef distortion can be studied 
read!!) wiih the help <■! a variable 
phase output. I lie reference phase 
serves -is the test signal in the usual 
m.mnei and the variable phase is used 
to null our the tesi signal at the ampli- 
fier output, either iri .1 resistive sum- 
ming network, oi .it the minus input 
n! an oscilloscope with dilfeiemial in- 
fhrough proper adjustment ol 
the phase and amplitude ol the vari- 
able phase signal, the fundamental <>t 
the test signal can be nulled out, leav- 






Fir. S. Complex rectangular waveforms 
obtained by su turning Function Generator 
square- wave outputs tn resistive network, 

m^ only the distortion pioduMs For 
display I his technique is pai ti< ul.tr iv 
valuable when the distortion compo 
nents are \ erv small. 

THEORY OF OPERATION 

1 he requirement foi vai table phase 

oinpui ted to the use ol beat frequency 
techniques in the new Function Gen- 
erator. This allows the phase shifting 
device to be placed in the fixed lo 
queue \ 1 hannei where it always oper* 
atesat the same frequency. Calibration 
accuracy of the phase-shifter with re 
spect to the reference channel is there- 
fore maintained at all times regardless 
id 1 he selected outpui frequency. 

Wherever) Ion frequencies are con- 
cerned, however, beat frequency oscil- 
lators Itavi been prone to excessive 
di ill and to Other instabilities and dis 

tortious caused by the tenden<> ol two 
oscillators in "lo< k in" whin runed to 

\ew neatly the s.mie Frequency. 1 hesc 
problems were overcome in the new 
low-frequency oscQlatoi by the use ol 
techniques that have been identified 
with frequen* \ >\ nthesis. 

Operation oj the instrument on the 
highest [requeue) range (5 to 60 kt s). 
is shown b\ the simplified diagram "i 
the reference channel in Fig. in. The 
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Fi^ 10, Simplified block diagram of reference phase channel 
in -hp- Model 203A Function (1* aerator while operating on 
highest frequency range (5S0 h 
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Viii. II I'hase-shtft measurement h\ Z 
axis Modulation o\ test waveform 63 
entiated variable phase stpia^rc-uaie oh/- 
put Differentiated square nan bright 
('in' trace on negative-going steps and 
blanks tract 1 on positive going steps, Voria 
/'/r phase sifutirr wave is in phase (or iso 
out oj phase} with waveform tip pi led to 
vertical deflection channel when blanking 
brightening spots are aligned along 
Phsm Lag 
dial on Function Generator then 
phase shift. 

bvil in qui in v is derived In dividing 
down a crystal oscillate! frequency hv 
.c factor ol *.K the factoi ol 9 being re- 
quired by 1 ! 1 c - frequency changing op- 
erations used for ihe h»wei frequency 
ranges. 

I he fixed-frequency ouipm (FFO) 
from the ; [) iliviiln is heten>d\nrd 
with iht 1 variable frequency oscillaioi 
(VFO) signal in a doubly-balanced 
mixei to derive the output signal. Be- 
< ause 1 Jit* sutn frequency n n< 1 othei 
pHnIiut«i incidental to the process are 
so Jar removed from ihe difference 
frequency, ilu\ are 'easily removed by 
filtering. 

rhe square-wave output is derived 
l>\ applying the output sine wave to a 
dipping amplifier and improving the 
risen nic <>i the resulting squan wavi 
ina dt -coupled regenerative cin mi. 

Frequent \ stability (sec Fig, 12) in 
the new Function Generatoi has been 
ai hieved by careful design ol the VFO 
I he <>M fltatot tramistoi is operated at 
low collector current foi good short- 
tei mi sLiliilnv while long term and tem- 
perature stabilities lIic achieved by 
nn [ngeni spec ifkation of the frequeni \ 
determining components (L and C). 

DECADE FREQUENCY DIVISION 

1 be lower linpinuv ranges arc de- 
rived b\ frequency arithmetic, as out- 
lined in the block diagram oi Fig, Iri 
hi describing the technique, we may 
considei the h\ed frequency (555 k< s f 
as ( . the crystal oscillator frequency as 
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Fig, 12 Graph of frequency stability of -hp- Model 203 A Fun* tion Gen 
> rotor shouts effects of warm-up and high and hue tine collages. Instrument 
teaa first tut tied an ut 10 am at stilt t of graph. At V2 o'clock^ fine voltage 
was raised 10% above normal and then reduced to t0% below normut at 
1:24 pm. Line voltage WOS ft turned to normal at 4 pm and from then on 
ivas subject to normal line voting** fluctuations. Peak-to-peak short-term 
stability (determined by width of trace) is better than ! part in 10 



91 and the VF( r frequency as (f g — Ai) + 
Ofniuuslv, the beat hequeiif \ betvvet 11 
the fixed and VFO frequencies is it, 
The VFO outpul is applied to the 
I ia hnucd mixei in a Decade Module 
where it beats with the crystal oscilla- 
toi I reguem j (91 1 [Uned t in iiits se- 
lect the sum Frequency component 
91 it s\ 1 1 and this frequency is 
divided hv M> m • d <t:iiii an outpul 

if 1 which, ol course, differs from 

in 

ihe fixed frequency i by At I". This 
frequency serves as ih< \ I < > signal lor 
1 he instrument when the frequency 
multiplier switch is sei to - 100, the 
next highest range, as shown in the dia- 
gram. I he output frequencies covered 
in this range (0.5 6 k< s) thus become 



exactly one tenth ol those covered in 
Lhe highest frequeni y range r r « 60 k< s), 
Although the frequency range has 
been divided by 10, tlir relative stabil- 
ity of the generator output on this 
range is the same as on the highest 
range. Hiis is he<au>r no absolute 
instability in the VFO is also divided 
by 10 in the decade module. 

The output of Lhe first decade mod- 
ule is also supplied to the mixei ol the 
second decade module, as shown in the 
diagram of Fi^. II. where it is added 
lo the crystal oscillatoi frequeni 
fhe sum frequency output ol the 
mixer in this decade module is 

(10f„ —ffx and it is di\idcd l>\ 10 to 

obtain if,. - ~r). This Jrrquem v is 
I (HJ 
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Fig. 13, Block diagram of frequency generating circuits ah dc 
nting on next to highest frequency range (O.S-6 kefs), 
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Fig. 14. Blorh diagram of frequency-generating. 

circuits on lower frequency ranges. 



use* I ;is the VFO signal for the third 
highest range (5O-60U t /s), once again 
reducing the tunable output frequency 
range by a factor of exai My lit. Output 
stability likewise ts preserved 

I Iris add-and-divide-by-lQ process is 
repeated tour more times in identical 
decade modules to obtain the towei 
frequency ranges- Space was left in the 
instrument foi two additional modules 
to extend the frequency range bj two 
optional lower decade ranges, 
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Note that none of the frequency 
products within the instrument are 
very close to either the crystal oscilla- 
tor or variable frequency oscillator 
outputs. These oscillators therefore arc 
m>( | Mine to instabilities or disioi linns 
that would result from a tendency to 
ward "locking iu'.' as usually happens 
when two oscillators operate at vet) 
ikmi i he same frequency* 

PHASE SHIFT CIRCUITS 
An accurate goniometer, placed in 
thi 555 ki h fixed frequents (FFO) sig- 
nal path leading to the variable phase 
mi l put, develops the output that is 
phase shifted with respect to the refer- 
e nee output (Fig; 15). The goniometer 
fias two St a lor field windings, oriented 
at right angles and excited at 90 with 
respect to each other, ami a pick-up 

+2 
Z +1 

tn. 

— 

Be 

- I 

en 

Uf 

-2 



mil (armature) that tan rotate within 
the stator fields. Tlie phase of tfie sig- 
nal induced m the pick-up coil de- 
pends on the coils angular position. 
Careful design and adjustment of the 
st aim fields results in a linear tela lion- 
ship between electrical phase and an- 
gulai position (Fig, 16). 
The goniometer pick-up coil is at 

tached to a shaft tinned hy the Front 
panel PHASE- LAC dial. Slip rings take 
the signal from the- pick-up coil and 
the shaft may thus be continuous-turn- 
ings allowing any amount of phase 
shift in be cranked into the variable 
phase signal. 

The amount of phase shift intro- 
duced into the fixed frequency path of 
the variable phase channel is trans- 
lated into an equivalent phase shift in 
the heterodyned Output frequency, 

Followi tig the goniometer and asso- 
ciated parts, both the sine and square 
wave c in nils of the Variable Phase 
channel are identical to those in the 
Reference Phase channel, A minimum 
differential phase shift therefore exists 
between the two channels, thus pre* 
serving the phase relationship estab 
lished by the goniometer, 

DC OUTPUT CIRCUITS 
The mixers which produce the dif- 
ference frequency between the FIT) 
and VFO are d< -coupled, cloubly-bal- 
anced low-distortion modulators, \n\ 
dt drift caused by temperature changes 
in voltage drifts in the circuits could 
have a rate of change comparable to 
the very low frequency outputs, and 
would thus be a source of distortion. 
To reduce this $ each output amplifier 
has a differential input. A "common- 
mode" correction signal, correspond- 
ing to drift sensed in ihe modulator, is 
applied to the out-of phase input of 
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Fig. 15. Variable phase channel has phase 
shifter in fixed frequency path hut other- 
wise is identical to reference 
phase i hannel 



Fip. Hi. Pht shows small departure from linearity of Phase Lag dial 

Of typical Model 2ittA Variable Phase Function Gem rotor. Frrors 

mined at output of about 300 c/s by comparing Phase Lag 

dial reading to phase difference as measured between Reference and 

Variable channels with time interval meter. 
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the differentia] ampltfiei to obtain <i< 
stability o( .1 high order. 

AMPLITUDE STABILITY 
Automata level umuol in the RI : 
amplifiers (noi shown) which pn 
1 1 it- output mixer hold the mixei in- 
puts at .i constant amplitude irrespec- 
tive o'J the inning of the instrument, 
I he ini\ri jistli operates with < onstam 
gaiu . 1 n • I the oiiipiii amplifier has 60 
lIB ol Feedbai k foi gain si a oil it) , as 
well as low distortion, fhc output fre- 
quent) response therefore is level 

within ± I ' r . hlnrin ed to the output 

level .it I kc &, as shown in Fig. 17 I he 
long term output amplitude stability, 
including warm-up drift and power 
Hue variations "I ! 10' likewise is 
bettei than I 1 tOJ dltj and the 
instrument retains this stability despite 
changes in time, temperature, or fre- 
quency. 1 r 1 a laboratory environment, 
amplitude stability iv typically within 
I pint in 10*. 



SPECIFICATIONS 

-hp- 

MODEL 203 A 
VARIABLE PHASE FUNCTION GENERATOR 

FREQUENCY RANGE: 005 c/s ta 60 kc/s «n 

seven decade ranges.-* 
DIAL ACCURACY: ' 1 % of rcad.ng 
FREQUENCY STAaiLITY: W. thin 1', includ 

ing warmup drift and line voFtage variations 

of ! 10 
OUTPUT WAVEFORMS: All waveforms avail 

able simultaneously All outputs have com 

mon chases terminal. 

REFERENCE PHASE: Sine Wave and Square 
Wave 

VARIABLE PHASE: Sine Wave and Square 
Wave h contmuQLisiy adjustable in phase 
from 0-360° 

PHASE CBAL ACCURACY: r5* sine wave: 
+ 10* square wav*. 
OUTPUT SYSTEM: Direct coupled output fs 

isolated from ground nnd may be operated 

floating up to ± 500 V dc 
MAXIMUM OUTPUT VOLTAGE: 30 volts peak 

to peak open circuit for sinusoidal and 

square waveforms 
OUTPUT POWER: 5 volts rms into &00 ohms 

{40 mW); at least 40 dB continuously adjust- 
able attenuation on all outputs 
DISTORTION: Total harmonic distortion* hum 

and noise > 64 dB below fundamental 
■ 
AMPLITUDE STA&ILITY fw*th respect to fre 

quency.) ! 1% referenced to 1 kc/s 
SQUARE WAVE RESPONSE: 

RISE AND FALL TIME; ■ 2 *s 

OVERSHOOT: - 5 .. 
POWER: 1 15 or 230 V 1 10%. SO lo 1000 c/s, 

approximately 25 watts 
SIZE: S L i rn high * 16 J i in, wide * 11% in 

deep, 
WEIGHT: Net. 19 lbs 4 oz iB,66 kg) Shipping, 

approximately 25 lbs - 1 1 .75 fcg'i 
PRICE; 

MODEL 203A: 11.200.00 

OPTION 01 Add S40.00 

OPTION 02 Add $80 00 

Prices t o b factory, 
Data subject to change without notice 

* Two lower ranges of 0,0005 c/s i option. OH i-itf 
0.QO0Q5 ci option: 02] ate available on special order, 
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Fij, r . 17, Amplitude us frequency for typical -hp- Model 
I Variable Phase Function Generator, 
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CALIBRATION 
rhi instrument frequenc) accurac) 
i> verified rjuitkk In setting the mti i 
iii-i ih k &wit< h to the* u position, rhis 
feeds both the powei line ac: and one 
ol the square wave outputs to the pilot 
Limp, which then Bickers a I twice ilte 
resulting lw?iit rate. With the dial set .it 
"ii" lot 60 t s power lines, 01 ai other 
positions foi other line frequencies or 
suhharmonics of line frequencies the 
\TO frequency m.tv Ik- trimmed ^v it h 
.! front panel icrewdrivei control to 
reduce the beat frequencj to aero, 



thereby calibrating the instrumenl to 
the power line frequent v Phis on 
jusnueui (aitbraifs the instrument lor 
all ranges, because ol the exaci ■ 10 
relationship between ranges. 
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EXTRATERRESTRIAL AND IONOSPHERIC SOUNDING 
WITH SYNTHESIZED FREQUENCY SWEEPS 



by 

G. H. Barry and R. B. Fenwick 
Rodioscience Laboratory, Stanford University 



INTROD 
Properties of the earth's upper atmosphere and of rnter 
planetary space are currently the subject of intensive irtvesti 
gation. Before the advent of rockets and space vehicles, radio 
signals had been used for many years to probe this region 
and they still provide a convenient and inexpensive exploring 
means even though direct measurements now are available, 
One organization engaged in research using radio and radar 
techniques is the Radioscience Laboratory of Stanford Uni 



IVl^M oi nin present understanding 
■ I the ionized uppej atmosphere has 
been obtained from pulse radar studio. 
One ««i the most useful measurements 
<>l the ionosphere is a profile ol t-lci 
tnni densit) versus height above a spe* 
ified point mi the earth, Vertical-ind 
ill Tu e radio sou rulers (ionosondes) have 

fm i n . 1 1 1 v vc'cUs been USCd tO gtVfi '*Vil 

tuaj heigh t"-versus-frequency re< 
from which the electron density may 
be deduced. The ti|M'rann^ frequency 
ol rin ionosonde Is varied slow I v across 
the hi (3-SO MH/j frequency range, 
and the sounder records the apparem 
heigh* al wtti< !i the ionosphere reflects 
signals* Reflet t ion occurs where the 
nnn plasma hequetm equals the 
probing radio frequency, so the meas- 
urement gives, for each frequency, the 

height ai will* h the < it- elei 

iron iltiMM exists, ( ooup-Jime oYL 

versus frequent) "ionogtams" are ob- 
tained b) photographing intensity- 
modulated displays ol the received 

AUTHORS 



UCTJON 

versity whose scientists succeeded this year in applying the 
well known advantages of "Chirp" radar to the problems of 
ionospheric and extraterrestrial radio sounding. The advance 
was made possible through a novel application which used 
the -hp- Frequency Synthesizer for synthesizing highly accu 
rate frequency sweep signals. This application is described In 
the accompanying article by Drs. George Barry and Robert 
Fenwick of the Radioscience Laboratory at Stanford. 




20 
TIME fminf 

Fig, l. Lunar echoes obtained at Stanford I by FM radar operating with 

carrier sweep of 24 9 to 25 Mtf Vertical scale represents normalized time delay 
between tronanutted antl received signals <is derived from frequency difference bi 
tttr&en signals. Curve of bright edge represent* vhangr of distance between earth and 
moon during measurements Point Une$ running parallel to bright rdge result from 
delayed echoes scatt+Trft by prominences on moon. 





Dr. George H. Sarry (left). Senior Re- 
search Associate, and Dr Robert B. Fen- 
wick, Research Associate, of the Stanford 
University Electronics Laboratones 4 Ra 
dioscience Lab, 



pulse signals, \n example b shown in 
the lout r record of Fii 

I }r ionosonde measures ihe iono- 
sphere directl) overhead, and hum this 
information U is possible to predict cbt 
behavioj of radio signals propagating 
between separated points on the earth's 
surface, \ more direct measurement 
ol propagation conditions ovci actual 
Minimum* atiom paths is provided b\ 
oblique sounding Wiih tln\ re< hnique. 
i In equipment performs the same f unc- 
tions a% the vertical in* idence soundei 
— transmitting and receiving pulse sig 
nalsovei the entire M frequency range 

bur i> more complex st'nci the U 
miner ami receive! an separated 



geographically hui must operate Ui 
synchronism. From obliquc-soun 
records, the hi radio communicator 
can tlririmintf whiih frequencies are 
propagating, and how well. 

Certain < harar tei btfr b ol the iono- 
sphere, such sis ionospheric irregularis 
ties and layei iilr>. are besi studied b) 
a technique which gives an overall 
> targe an a 3 rather rhan local 
used information such as is provided 
In vertical-incidence Oi oblique sound* 
ers + While networks ol sounders have 
been used, an alternative technique is 
-I ground backscattei sounding 
to mii w -\ [ai from a single 1»> 

cation \ backscattei sounder make* 



a 
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REDUCED POWER 



20mW 



400 



300- 



Fi#. 2. fonograms obtained 

<{ a r i ti # s a m e epoch h\ 

p" radar opcnitinf? 
CW nidi output poa 
20 mW (upper photo) and 
torn rational 2-kW, 
pulse sounder (lower pho- 
to J, Fin tad vertical stripes 
in pa ht' sounder umn 
only faintly visible in FAf 
radar t result from inter fer~ 
ence. 
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usi ol the fad thai radio energy, aftei 
,^j>|]rs U veiici ii<m, is si altered 
When ii strikes the earth. Some of ihe 
grounds altered energ) ■ an thus be 
dctci ted *n ;i rei eivei l<>< aied at or near 
the transmitter. The time delay defines 
r hi- range to ihc scattering region, and 
changes in ionospheric refraction and 
focusing are apparent on records ol 
the bax k^ atter e* hoes. 

Radai measurements arc no\ m- 
strieted* ol course, to fin- region be* 
neath the earth's ionosphere. Echoes 
are obtainable from the <*un. moon, 
and planets a\ welt. I he electron con- 
lent i>i space beyond e hi- ionosphere 
can be inferred hum the behavioi oi 



3 4 5 6 7b 

FREQUENCY (MHi) 

i, oil" t'i hoes obtained hum iht moon 
For this purpose, and also to explore 
rattering behavioi o| the lun.n 
surface, the Center Eor Radar Wnm 
urns ai Stanford Iuin conducted radar 
measurements ol the iimun At 25 ami 
">o Mil/ (Fig. I>. 

CHIRP SOUNDING 
The ionospheric Lint! lunar measure' 
ments dese i i bed in the preceding \\am 
been obtained, or at least attempted, 
in the past using pulse sounders. The 
possibilit) ul improving record quality 
through the application »•! frequency- 
sweep oi 'Chirp'-radar techniques li.nl 
l> i u recognized for several years. I hi 
Chirp radar uses a lineai frequency- 
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modulated pulse which results in two 
signtfu am advantages— higher average 
powei and l< ss vulnerability to narrow* 
band inn rfi i en< i I he I Ihirp \a h- 
nique had not, however, been applied 
in fil radio sounding because ol the 
lack ol a sufficient!) at curate fre- 
quency^s weep signal. \ newly-devel- 
oped waveform synthesis technique 
now overcomes this problem and pro 
iln< cs in ords oJ mm h improved qual- 
ity, as shown in Figs. 2 and 

Fig. 3 shows a frequency time repre- 
sentation ol pulse and Chirp signals. 
togethei with sounding echoes from 
these signals, I- ■• >■ the same bandwidth 
(as shown), the two systems have identi- 
cal time resolution I he FM sweep, or 
Chirp, achieves much highei average 
powei be< tuse the duration <>l the fre 
quenc) sweep signal can be made arbi* 
trarily long. 

Chirp radar's increased immunity to 
narrow band interference is important 
in this application because of tin ap* 
parent lii^li percentage of occupancy 
of i lie hi radio spectrum (Fig. I). In 
sounding work a time resolution u> an 
accuracy of 10 to 50 ps is generally de- 
sirable, implying pulse receiver band 
widths oi 2t\ to 100 LH/. With an 
FM sweep system, though, the receive) 
kuuhvhhh in. iv be made arbitrarily 
small > i i j 1 1 1 1 \ by slowing down the 
sweep rate (pro\ Med, ol course, that an 
arbitrarily-accurate frequency sweep s 



- The teenruqu* *as developed .it St jnfofd under support 
from the Advanced ReS£arr.h Projects Agtmy through the 
Office of naval Research, Corn fact Nonr 225C64) 
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Scanning FM Sweep Receiver tUndwdtti 

hrrtrTTi lii'l 

, i JL L-lJ J l 

FREQUENCY — - 



Fie -i Frequency tinu repress ntation <«/ pulse find Chirp radar 
signals. Time delay M of Chirp radar echo is derived from fre- 
Quency difference -V between transmit ti d and received signals. 



Fiji. 4. [tenner hundwidths are shmen 

here superimposed an typical interference 

tra encountered in hi communications 

hand. Pulse receiver requires broad hand 
width for rang* resolution. Bandwidth of 
m -a n n ing F.\ I (Ch irp J rece ii + ' t t (i n h* 
made arbitrarily narrou with no loss in 
restitution. 
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Fig. 5, Block diagram of FM radar system uged in experiments described 
in text. Hecewer system is located spnu distance from transmitter fife 
to reduce direct signal hctueen sites and uses second synthesizer to 
translate recewed echo tu IF of receicer. Second synthesizer tracks 
transmitting synthesizer with appropriate frequency offset. 



available). Seen through a receivei 
bandwidth ol a few hundred < >< les, Hit 
in spectrum is nearl) unoccupied Fui 
ihci. the receiver ni.n fee gated o.fl 
when unusable I requeue its are em nun- 
tered, removing the interference with 
negligible Ii*n^ oi desired signal* I he 
analogous process may, of course, be 
performed h) inserting multiple 
notches m the frequenc) response of 
an) sounder but ihe rejection is nu- 
tably simplei in implement in ilie time 
domain. 
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Fip B -/ip- Model 5100/511$ Frequency 

Sy nthesizer ge n e ro f es h if! h ■ si a 6 i/; 7 y signals 
in 0.01 H: int rements from de to 50 MHz 
Output frequency can be controlled mo fi- 
nally by panel hey hoard or remotely by 
electrical signals. For frequency weep ap- 
plii utlitns. synthesizer is modifier 
some sacrifice in spectral purity, to permit 
frequency change in OJ ps; switch is added 
to permit phase alignment of internal sig- 
nals at turn-on by manual interruption of 
divide* 



Vnothei advantaged I'M systems is 
the simplic ii v of data reduction pos- 
sible with :i linear sweep. In order to 
in a display oJ echoes versus 
range, more general pulse-compression 
techniques require eithei a tapped de 
lay line having an accuracy commen- 
surate with the system time-bandwidth 
pnulut i, or a separate < ross-* orrelation 
analysts foi ever) iange interval of in 
iciest. A range display tan he obtained 
from 3 dlirp radar simply liv spec* 
t rum-analyzing the receivei output, 
This convenii ria arises as a result ol 
the lineai frequenc) sweep, A fixed 
time delay l\ corresponds tu ;i fixed 

linnii in \ oilset ±i t where Ai = — At. 

di 

The spe< irum (amplitude- frequency) 
of the received signal thus becomes the 
in nm. 1 1 Wope (amplitude-range) dis 

play. 

SYNTHESIZING A LINEAR 
FREQUENCY-SWEEP 

M" linear-sweep radar devised at 
Stanford is shown in the basiY block 
diagram ol Fig 4 5. This system makes 
UMiil the fact that a vari able-frequency 
signal in, iv be approximated by a suc- 
cession o[ fixed'frequenc) segments to 
J, ttevei accuracy ma) be desired (Fig. 
10). \ linear frequency-sweep is par- 
tic li lath simple in achieve since the 
successive frequencies are cqualh 
spaced and are used lor equal lime in- 
U ■nakThe-hp- Model 5 100 A 511 ll A 
Frequenc) Synthesizer provide! a 




40 60 

TIME [*t«] 

Fiff. 7. Oscillogram shows example of 

swept frequency output of modi fieri s\n- 

thesizer. 

choice from among five billion fixed 
frequencies, all equal)) spaced and di- 
rectly synthesized from a frequency 
standard. 1 1 is tempting then to hope 
thai a nearly-ideal linear sweep might 
he generated by simply < on trolling the 
frequency of the synthesizer from an 
instrument similar to a digital time 
code generator, This is essentially the 
case, 

II a piece wise constant-frequency is 
■ o approximate a < ontinuously-varying 
one, i he transitions from one Frequency 
io tin- next musl be made with phase 
continuity, Otherwise, the result is a 
phase-coded pulse rather than a fre- 
quency sweep. Phase continuity can be 
obtained ai the output of the synthe- 
sizei by insuring ihai all frequency 
switching within the synthesizer is per- 
formed ar instants when the "old and 
"new' 6 frequencies have identical 
phase. Fortunately, all frequent ies pro- 
duced by the -hp- 5 1 OH A Synthesizer 
are selected by suite lung from among 
signals spaced .it multiples of 100 kHz, 
so instants ol phase equality between 
new and old signals can be relied upon 
icj occur every 10 j*S. If, on the other 
hand, the outpui were chosen from a 
large number of separate oscillators, 
the problem would be much more diffi- 
cult, A frequency spacing of, say, I H/ 
between adjacent oscillators would re- 
sult in the occurrence of phase equality 
onl) once per second. The approxima- 
tion to a continuous frequency sweep 
which could be generated with Mich 
infrequent switching would he poor 
indeed. 

Modification ol the synthesizer is 

necessary to insure that nil possible 

signal components within the symhe- 

1 1 rive at the desired switching 
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FflEOUENCY IN 

Fig. 8, Sonograms mode by oblique Bounding over 2QO0 km path 
with 20-mW Chirp radar (left) and by bad -^ otter technique 
100^ W Chirp ra4ar t right J / " left t is signal reflected hy 



5 *0 ■ 

- 

8 1? 16 ?Q 24 

FREQUENCY (MHz) 

sporadn E lay*r; upper tuned lines are (in order) K -layer and 

one- and two-hop F-layer signals. Diffuse nature of return signal 
(right) occurs as result of groundscatter from range continuum. 



phase together. When litis is done, a 
< hange can be made i<> any desired new 
frequency, withoui cumulative phase 
errors, a J instants separated b) 10/iSOi 
an) multiple of 10 

Switching the synthestzei ever) lO/.s. 
li'iu« \i i , requires modifications of in 
te» n ,i I frequi ri< . gating circuits I he 
frequency-switching speed of the -hp- 
s-j ui hesi/ci is only spei ified as less than 

I ms, although most frequent y c hatiges 
are completed in much less than this 
rune. Switching in the modified syn 
ihesi/er is completed in tlu- ordei o! 
1 00 nanoseconds. 1 A photograph illtis- 

I I h t T I U 14 lit-ijui-nt \ nuhjj I mm |0M l\ \/ 
to 190 kHz in II 10 r s is shown iii Fig, 7. 

\ EXPERIMENTAL RECORDS 

I he realtt) of Chirp radar's com- 
bined advantages ol high average-to- 
peak power ratio and interference re- 
jet lion is demonstrated by the com- 
parison <>l Fig. 2. The lowei record was 
taken at Stanford with a conventional 
lonosomlc (Mode) C^2). The sounder 
transmits r iU , r s pulses at a peak powea 
ol 2 k\V. The upper record was made 
using the Chirp radar with a modesi 
ouipni powei (actually, the 20 milli- 
watts from the synthesize! applied <li 
rectly to the antenna). The Chirp 
i - hor s were ret orded on magnetic tape 
and later spectrum-analyzed to make 
the record shown. Since the recorded 

- represem a continuous 
m ross ilit* entire hi spectrum, the tape 
can be analyzed using various hlu-i 
bandwidths to provide an) desired 
trade-ofl between frequenc) resolution 
and echo-time-delay resolution consisi 
em with tlu dispersion and dela) ol 
ionosphertcally-reflected signals. A 
time resolution of 20 ps is general}) a 
good compromise lor ionospheric 
sounding, and a spectrum anaJ 

" Modified iffrftwiiitrs togettiar with ipproemte control 

ctreuitry ars mm wibtire commercially from Applied 

Technology intorporaieB, Palo Alto. California, 



bandwidth equivalent to 20 us was 
used in preparing Fi^ 

I he 20*mW output from the synthe- 
E,i t is also adequate to make accept- 
able oblique ionograms* as shown in 
Fig. 8. A more demanding application 
is the case n| backseat te* sounding, 
when the received powei is a much 
smaller fraction of thai transmitted. 
Pnoi iii the advert! <»f sweep-frequenc) 
sounding, the available transmittei 
|x>wci has been taxed n> produce rec- 
ords ol ih<' desired resolution, espe- 
cially in the presence ol the inevitable 
interference. A Inii-U" 1 \l sounder has 
been shown to have re s o lu t i o n com- 
parable to a conventional pulse- 
sounder operating with 30-KWj MK)-„s 
pulses (Fig, 8). 

In Lunar radar studies conducted l>\ 
the Stanford Centei for Radai Astron- 
omy, ease of data reduction provided 
the motive fo* use ol the Chirp u ■< h 
nifpie. Experiments are in progress to 
explore the scattering behavioi ol the 
ltiii.it surface antl to determine the 
elt-c iron ton tent between the earth and 
the moon, Both demand a radai range 
resolution of 10 ps or better, While 
coded pulse transmissions were orig* 
1 1 1 : ■ 11% employed for the lunar sound- 
ing, the data-handling problems wt re 

st'\< If , in; . lo ilii^iial t OU- 

w hHMi and recording ol several chan- 
nels oi wideband signals I'oi latej cross- 
correlation on a computer, f he Chirp 
echo signals occup) onl) • narrow 
bandwidth and arc easil) analyzed 
with an audio-frequem ) analyzer. The 
system is employed routinel) to obtain 
ret olds like thai shown in I lg I 

SWEEP ACCURACY 

[i is interesting to considei th< dc 

gree to which a synthesized frequency 

sweep departs rrom the ideal linear 

Ignoring inaccuracies in phase 

alignment within the synthesizer, con- 



viclc-i tlu 1 spin ions signals which arise 
I rom the staircase lie^uentv character- 
istii ol the synthesized signal. 1 hes<»iid 
curve ol Fi^. 9a represents the synthe- 
sized sweep and the dotted < urve is the 

'1 ideal linear sweep. The differ* 

eiue between them is the sawtooth 
frequency error <>i Fig. 9b. Integrating 
the trequem \ erroi givt-s tin- phase ei 
ror, a series of parabolh c urves shown 
in I fg 9i I he peak to-pcak phase 
erroi $ nxa) !«■ easil) shown to he 

f fc t| radians, where fj and t, are the 

frecpttiiiv and time increments of the 
synthesizing sweep, 

I be impOl lan< e Ol tins phase 

is most easil) seen h> imagining that 
the Ideal linear sweep is represented 
In a phasor (Fig. 10a) , I he a< mal ^\ ti 
thesized phasoi oscillates about the 
ideal phasoi as shown in llp,^ 10b. For 
small p-f> phase error, the »m [Hating 
phasoi innv be considered as the sum 
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Fig, 9 r Synthesized frequency sweep is 
shown m (a) a* step wise approximation 
to ideal sweep, Resulting jrequeruy and 
phase errors are shown iu (bjt arid (c). 
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Fig, 10, Representation of frequency 

sweep by phasors. Phasor representing 
synthesized sweep fb) oscillates hack and 
forth through peak- to- peak phase error #, 
and may be represented by rector addition 
of ideal sweep phasor and small ampli- 
f u fir modulated signal in phase quadra- 
tun 

of the Idea] phasor and an amplitude- 
modulated spm ions signal in phase 
quadrature ■ I *ig, 1*M- I Fie resulting 
sidebands m:iv In- readtl) calculated in 

Lil and the results show the total 
power in these spurious sidebands to 
be lower than the desired signal b) 

• mount 

11.5 + 20 tog r-dB< 

T "it, 

Mom synthesized Chirp sounding to 
date has employed a sweep mh'hI 100 
kHz sfi or frequency tnd time tncre 
menis ii, and t ) ol I 11/ and l n p&t 
respective U These values give .i total 
spurious power of — II 1.1 dB relative 
to the ideal sweep signal. Obviously, 
for these values, the spurious output 
is determined b) equipment im- 




Fig. II. Drs. George Barry {standing left) find Robert F ma irk (cen- 
ter) of Stanford University's Hadioscience Laboratory discuss synthe- 
sized frequency sweep system with Victor Van Duzer (seated left) and 
Alex Tykulsky of the -hp- Frequency Synthesizer development group. 



pel tedious rather than the stepwise 
liei] ipproximation. Even for 

sweep rates as high as 100 Mil/ sr< . the 
approximation results in spurti ovii 
50 dB below the ideal signal 

Generally, a much more important 
source of phase errors is tlu residual 
phase misalignment which exists at 
times ni frequency switching. The 
spurious signal components which re- 
suh (nun rhes< ph.mintp tuois lie tlose 
to rlie ideal signal^ rather than inokH/ 
0] furthei awa) as is the case of energy 
from stain ise-frequenq errors, 

FUTURE APPLICATIONS 
The potential applications i<>i pre- 
i ise variable*£requency waveforms t\> 



pear to be limited only by one s Imagi- 
nation, Eli principle, any waveform can 
he approximated lo arbitrary accuracy 
by the technique. Immediately obvious 
applications are further uses of linear 
sweeps for sounding — throughout the 
radio spei Hum and for sonar and geo* 
togitaJ exploration as well. 

Non-linear synthesized sweeps have 
not yet been put to use. Possible appli- 
cations OCCUl iii the fields of network 
measurement, communications and 
Doppler umi kuitf. 
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VOLTAGE AND TDR MEASUREMENTS TO BE DISCUSSED AT 
WESCON/65 TECHNICAL SESSION 



Vortage Measurements, from DC to Microwave, and Time Do- 
main Reftectometry will be discussed in depth during Technical 
Session No, 8 at WESCON/65 (Aug. 24-27). This is one of the 
WESCON technical sessions organised by industry, each of which 
will present a 'project team" discussing a single project or pro- 
gram in closely related papers. Session 8. organized by Hewlett 
Packard, is devoted to electronic measurements covering the two 
topics: voltage measurements and TDR, The program, to start 
at 10:00 a.m. on Aug. 25. is scheduled as follows: 

Transmission Line Measurements *n the Time Domain 
J, Sedlmeyer, Edgerton. Germeshausen. and Grier, 
Las Vegas 

Time Domain Reflectometry as a Design Tool 
Cart Sontheimer, Anzac Electronics. Norwalk 

Scaling of Microwave Components 

H. Poulter and S. Adams. Hewlett -Packard, Palo Alto 
Voltmeter Calibration to 1 GHz 

Myron C; Selby, National Bureau of Standards, Boulder 



Coaxial Line Standards for Measurement of Reflection with 
a Time Domain Ref lee tome ter System 
Jose Cruz, National Bureau of Standards. Boulder 

DC Voltmeters — Accuracy Specification, Traceability. and 
Verification 
Donald F. Schulz, Hewfett- Packard, Loveiand 

Extraneous Signals which make DC Voltage Measurements 
Difficult 
Paul G. Baird. Hewlett-Packard. Loveiand 

Measurement Errors Introduced by Distorted and Non- 
Sinusoidal Signals when Detected with Peak, Average, and 
RMS Responding Voltmeters 
Marco R. Negrete. Hewlett-Packard. Loveiand 



Co-chairmen of the session will be Marco Negrete, Engineering 
Manager of the -hp— Loveiand Division, and Darwin Howard. En- 
gineering Manager of the -hp- Oscilloscope Division. 
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